To reduce positron emission tomography (PET) and computed tomography (CT) misalignments and standardized uptake value (SUV) errors, cine average CT (CACT) has been proposed to replace helical CT (HCT) for attenuation correction (AC). A new method using interpolated average CT (IACT) for AC is introduced to further reduce radiation dose with similar image quality. Six patients were recruited in this study. The end-inspiration and -expiration phases from cine CT were used as the two original phases. Deformable image registration was used to generate the interpolated phases. The IACT was calculated by averaging the original and interpolated phases. The PET images were then reconstructed with AC using CACT, HCT and IACT, respectively. Their misalignments were compared by visual assessment, mutual information, correlation coefficient and SUV. The doses from different CT maps were analyzed. The misalignments were reduced for CACT and IACT as compared to HCT. The maximum SUV difference between the use of IACT and CACT was ∼3%, and it was ∼20% between the use of HCT and CACT. The estimated dose for IACT was 0.38 mSv. The radiation dose using IACT could be reduced by 85% compared to the use of CACT. IACT is a good low-dose approximation of CACT for AC.
Introduction
In modern positron emission tomography (PET) imaging, computed tomography (CT) has replaced Ge-68 for the transmission scan. The increased use of CT escalates the risk of radiation exposure for patients (Einstein et al 2007) , and acquisition protocols need to be optimized according to the as low as reasonably achievable philosophy. The drawback of the helical CT (HCT) is the higher radiation dose as compared to Ge-68. Additionally, CT images are usually a snapshot of a respiration cycle, while PET scans are the results of the average of respiratory cycles. The temporal difference between the scans often introduces misalignment artifacts in PET images.
These misalignments especially introduce misleading tumor locations, volumes and standardized uptake values (SUVs) in diagnosing thoracic cancer and in radiation treatment planning (Beyer et al 2004 , Charron et al 2000 , Chin et al 2003 , Kinahan et al 2003 , Lardinois et al 2003 , Schöder et al 2003 , Schwaiger et al 2005 , Townsend et al 2004 , Zaidi and Hasegawa 2003 . Reducing the mismatch between HCT and PET in PET/CT via the cine average CT (CACT) technique has been proposed (Cook et al 2007 , Dawood et al 2009 , Pan et al 2005 . One concern is that its radiation dose is relatively high.
We previously described the use of the optical flow method (OFM), a deformable image registration algorithm, to register the CT pairs from different time phases and to provide a tissue motion map (Guerrero et al 2004 , Zhang et al 2008 . With this motion map, CT images representing the mid-phases of a respiratory cycle can be obtained by interpolation.
In this study, we develop and evaluate the feasibility of using interpolated average CT (IACT), generated from the end-expiration and -inspiration phases of cine CT and interpolated phases using deformable image registration, for the purpose of attenuation correction (AC). We also assess the potential dose reduction by using IACT.
Materials and methods

PET/CT data acquisition
Six cancer patients were recruited for this study. The tumor locations include left lower lobe, left anterior chest wall, right lower lobe, distal esophagus, right upper lobe, anterior mediastinum and right hilum. Images were acquired using a PET/CT scanner (Discovery VCT, GE Medical Systems, Milwaukee, WI, USA). All patients were injected with 298-458 MBq of 18 F-FDG and scanned 1 h after injection. The default acquisition settings of HCT data were as follows: 120 kV, smart mA (range 40-210 mA) (Kalra et al 2004) , i.e. automatic tube current modulation to maintain constant image quality at the lowest dose for a different body anatomy, 1.375:1 pitch, 8 × 2.5 mm x-ray collimation, and 0.5 s CT gantry rotation. Cine CT data were acquired at 120 kV, 10 mA, 8 × 2.5 mm x-ray collimation, 0.5 s CT gantry rotation and 5.9 s cine CT duration which covers at least one breath cycle. A total of 13 phases in a respiratory cycle from the cine CT were averaged to generate the CACT (Pan et al 2005) . PET data were acquired at the 3 min per 15 cm bed position. Our protocol was approved by the local ethics committee and the subject number was kept to be minimal, while still showing the significance of the proposed method, to avoid unnecessary radiation exposure. Written informed consents were obtained from all patients.
Deformable image registration
The OFM (Guerrero et al 2004 , Zhang et al 2008 was applied to calculate the velocity matrix on two successive CT images in cine CT. The velocity matrix includes lateral,
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Inhale 1 anterior-posterior and inferior-superior displacements for each voxel, respectively. The OFM calculation equation is as follows:
where n is the number of iterations, v (n) is the average velocity driven from the surrounding voxels, f is the image intensity, and α is the weighting factor whose value is empirically set at 5 for the OFM in CT (Huang et al 2010 , Zhang et al 2008 .
Interpolated average CT
For IACT calculated from 2 original phases + 11 interpolated phases (IACT 2o11i ), two extreme phases in cine CT, i.e. normal end-inspiration and -expiration, are used to generate the motion maps via the OFM. The total motion range for each voxel in the forward motion map is equally spaced into six intervals, resulting in five sets of interpolated CT images as the mid-phases from inspiration to expiration. Similarly, the backward motion map is used to calculate the five mid-phases from expiration to inspiration (figure 1). The ten interpolated phases together with the two original phases, plus the next inhalation compose a complete respiratory cycle. These 13 phases are averaged to generate the IACT 2o11i .
To study the reliability of the proposed IACT technique, different numbers of original phases in the cine CT are used in calculating IACT. Other configurations of the IACTs include
Image reconstruction
All PET images were reconstructed using the OS-EM reconstruction method with 2 iterations and 28 subsets. AC were conducted using the obtained CT maps: HCT, CACT, IACT (IACT 2o11i , IACT 4o9i , IACT 6o7i , IACT 8o5i ), and average CT was obtained from two extreme phases (ACT). Their reconstructed PET images were compared and their differences in image quality and associated radiation dose were quantified.
Data analysis
Mutual information. In order to provide the overlap invariance, normalized mutual information (MI) was utilized (Studholme et al 1999) . The normalized MI between X and Y, denoted as I(X, Y), is a measure of the statistical dependence between both variables, defined as in equation (2). In this study, normalized MI was applied to estimate the nonlinear image intensity distribution between IACT/HCT/ACT and CACT:
where P(X) is the histogram of X, P(Y) is the histogram of Y and P(X, Y) is the joint histogram of X and Y. MI represents how much the knowledge of X decreases the uncertainty of Y. Therefore, I(X, Y) is a measure of the shared information between X and Y. The larger the normalized MI values, the more similar two images are (Studholme et al 1999 , Zhang et al 2008 .
Correlation coefficient. The correlation coefficient (CC) was applied to calculate the linear intensity relationship point by point between IACT/HCT/ACT and CACT. The CC value represents the total intensity difference between two image sets, i.e. the summation of the intensity difference for all n voxels. The equation defining the CC is
where S u is the standard deviation of object u, S v is the standard deviation of object v, and S u,v is the covariance of objects u and v. The value of the CC is between −1 and 1, indicating negatively correlated to positively correlated, respectively. Both MI and CC methods are capable of giving a quantitative measure of similarity between CT images. Since they have different sensitivities to different components of differences, both are included in this study to demonstrate their usage in similarity comparison.
Standardized uptake value. The PET images reconstructed using HCT, CACT and IACT for AC were compared by visual assessment. The same volumes-of-interest (VOIs) were delineated at the same location around the tumor and the average SUVs in the VOI were obtained. The average SUVs were compared using the following equation:
The differences between the HCT/ACT and CACT techniques, diff HCT-CACT and diff ACT-CACT , were also calculated by replacing IACT with HCT/ACT in the above equation. Smaller values of diff IACT-CACT , diff HCT-CACT and diff ACT-CACT indicate better estimations of the CACT technique, i.e. less misalignment errors between the associated CT and PET images. 
Radiation dose
Radiation dose was expressed using the volume CT dose index (CTDI vol ) in Gy, and effective dose in mSv. The dose-length product is defined as the CTDI vol multiplied by the scan length, and is an indicator of the integrated radiation dose of an entire CT examination. An approximation of the effective dose was obtained by multiplying the dose-length product by a conversion factor, k (equal to 0.017 mSv mGy −1 cm −1 ) (ICRP 2007).
Results
The MI and CC results showed that as the number of original phases in IACT increases, IACT and CACT become more relevant, while IACT 2o11i performs better than ACT (figure 2). Figure 3 shows the sample reconstructed images of HCT, CACT and IACT 2o11i , their associated PET images and the fused PET/CT images. The only noticeable difference between CACT and IACT 2o11i is the higher noise level in IACT 2o11i as compared to CACT. This is expected as CACT is an average of all 13 original phases from cine CT, while IACT 2o11i uses only 2 original phases. On the other hand, PET images using HCT for AC demonstrate noticeable artifacts in the diaphragm region. The SUV analysis for HCT, CACT, different IACTs and ACT is shown in figure 4 . For tumor nos 1 through 7, the difference from the one using CACT is smallest when IACT 8o5i is used, and it is largest when HCT is used. However, even with IACT 2o11i where the difference is the largest among all IACT configurations, it is 3% as compared to CACT, while the difference was 10% with the maximum difference of ∼20%, between the use of HCT and CACT, consistent with the reported values (Pan et al 2005) . The results of ACT are generally inferior to those of IACT 2o11i except for tumor no 4.
The effective radiation doses (and CTDI vol ) from the CT scans are listed in table 1. The higher dose from HCT, 5.28 mSv (11.18 mGy), is due to the clinical setting of smart mA. In cine CT, the current is set at 10 mA; thus the effective dose is 2.46 mSv (5.17 mGy). If the two original phases in the IACT 2o11i are replaced by two breath-hold CT scans with the same tube current as of cine CT, the effective dose would be 0.38 mSv (0.79 mGy), i.e. an 85% reduction from cine CT and a 93% reduction from HCT. In addition, the typical effective dose from 18 F-FDG PET imaging is about 10.73 mSv which is invariant with the AC method (Deloar et al 1998 , Wu et al 2005 .
Discussion
The OFM establishes the link between two extreme respiratory phases. With the interpolated phases added, the whole respiratory cycle is constructed. Our results showed that IACT 2o11i generally outperforms ACT, demonstrating the effectiveness of this method. The little difference in the SUV for PET using IACT and CACT for AC also indicates that IACT is a good approximation of CACT, with the advantage of less radiation dose. For gated PET studies, other approaches for AC are proposed. For example, respiratory gated CT corresponding to the gated PET frames are acquired for phase-dependent AC. Other methods include transforming a single CT image to match the associated PET frames through tracking the diaphragm motions in PET (McQuaid et al 2009) . These methods require manual segmentation of the diaphragm and their accuracy highly depends on the motion model. The motion amplitude may impact the accuracy of the motion maps. Zhong et al (2010) showed that the average error in deformable image registration in thoracic regions was around 0.7 mm for a diaphragm motion of 2.6 cm. This accuracy is sufficient for PET AC as PET resolution is much coarser.
The selected lesions located in diversified thoracic regions are representative of general clinical scenarios. Chi et al (2008) reported that out of 216 lung cancer patients, 68% had mis-registration and only 10% had an SUV change of >25% at the tumor location. Four out of seven lesions in our study showed >10% SUV difference between the use of CACT and HCT, with the maximum SUV difference of ∼20% for the esophageal lesion which is closest to the diaphragm among all cases.
The drawback of the very low dose setting (10 mA) in both CACT and IACT methods is the increased noise in the CT images. Noisy AC data can introduce noise into the PET emission images. As shown in figure 3(B) , the emission data for CACT and IACT appear noisier than the images corrected with HCT data because of the higher quantum noise in the AC data in CACT and IACT. If the same signal-to-noise ratio in the emission images of the HCT method is desired, the current setting in CACT and IACT has to be the same as that in the HCT method. The dose to the patient would be higher for the IACT method as compared with HCT, but still much lower than that in CACT. As the purpose of the PET images is to obtain accurate SUV and tumor location and shape, as long as the noise in PET does not affect the extraction of such information, the very low dose setting should be sufficient for a reasonable AC CT quality.
It should be noted that the proposed method may not produce better PET image quality as compared with CACT either. The quality of each phase CT in a low-dose 4DCT set is sufficient for clinicians to read. The very low dose breath-hold CT should possess at least the same quality of each phase of the CT in the 4DCT as the current and voltage settings are the same, with the residual motion, which often exists in each phase of 4DCT, not present in the breath-hold CT. The major advantage of the proposed IACT method is less dose to the patient and yet a good approximation of the CACT method in the SUV and tumor location.
Clinically, two extreme phases in cine CT can be replaced by two separate CT scans, one at normal end-inspiration and the other at end-expiration. Since breath-hold CTs are likely different from the phases in free-breathing cine CT, an active breath control (ABC) system, originally developed by Wong et al (1999) for clinical radiotherapy, can be used to ensure breath-hold CTs being taken at desired phases. This non-invasive device integrates a spirometer with a personal computer to control the flow meters and scissor valves. A nose clip is used to ensure that the patients only breathe via the mouthpiece. Patients can be trained using this device prior to the actual CT scanning, and CT images can then be taken at desirable lung volume, i.e. a particular phase of the breathing cycle. Partridge et al (2009 showed that a breath-holding time of 15-30 s can be achieved for patients with lung cancer. Further study with real breath-hold CT data using ABC is warranted.
Conclusion
The application of IACT for PET AC reduces misalignment artifacts and SUV quantification errors for thoracic tumors as compared to that of HCT. The radiation dose using IACT could be reduced by 85% compared to that of CACT. It serves as a low-dose alternative to CACT. Further study with separate CT scans placed at end-expiration and -inspiration phases is needed. 
